INSTALLATION INSTRUCTIONS
DISPOSABLE SUCTION CAP & FLOAT ASSEMBLY

ALIGN CAP SKIRT WITH BRACKET OPENING AND PRESS DOWN TO LOCK CAP ON.

FROM VACUUM SOURCE

TUBING CONNECTION marked "VACUUM"

TO REMOVE CAP OUT ON LOCKING TABS

TUBING CONNECTION marked "PATIENT"

FROM PATIENT

marked "VACUUM"

marked "PATIENT"

TUBING CONNECTION

PRESS ON

PRESS