INSTALLATION INSTRUCTIONS
DISPOSABLE SUCTION CAP & FLOAT ASSEMBLY

TUBING CONNECTIONS
marked "VACUUM"

TUBING CONNECTIONS
marked "PATIENT"

PRESS ON

FROM VACUUM SOURCE

ALIGN CAP SKIRT WITH BRACKET OPENING AND PRESS DOWN TO LOCK CAP ON.

TUBING CONNECTION
marked "VACUUM"

TUBING CONNECTION
marked "PATIENT"

FROM PATIENT

TO REMOVE CAP
PRESS OUT ON LOCKING TABS

Squire-Cogswell
Aeros Instruments
1111 Lakeside Drive • Gurnee, Illinois • 60031-4099
800-662-5822 • Fax 847-855-6300
www.aeros-instruments.com

Air and Vacuum Specialists